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Goal

Demonstrate the robust performance of the Thermo Scientific™ Vanquish™
Flex UHPLC System in the challenging ternary gradient application starting
at zero percent organic solvent.

Introduction

Tenofovir belongs to a class of antiretroviral drugs known
as nucleotide analogue reverse transcriptase inhibitors
(NRTIs), which block reverse transcriptase, an enzyme
crucial to viral production. Tenofovir is in formulation
given as the prodrug tenofovir disoproxil fumarate (TDF)
in combination with the nucleoside reverse-transcriptase
inhibitor emtricitabine. The combination drug is marketed
under the tradename Truvada® by Gilead.

The organic impurities of TDF are analyzed following the
instructions noted in a monograph posted on the USP
website as USP Pending monograph.' The eluents of the
original method of the procedure to analyze the organic
impurities is modified to gain a mass spectrometry (MS)
compatible method with easier eluent preparation and
shortened run time. The system suitability testing of the
original method requires the challenging separation of the
polar compounds adenine and tenofovir. In this work, the
simultaneous separation of early-eluting polar compounds
and later-eluting nonpolar compounds is achieved by
applying a ternary gradient with the Vanquish Flex
UHPLC System? using a Thermo Scientific™
aQ column.?

Accucore™

Experimental
Equipment
Vanquish Flex UHPLC system consisting of:

¢ System Base (P/N VH-S01-A)

e Quaternary Pump F (P/N VF-P20-A)

Split Sampler FT (P/N VF-A10-A)

Column Compartment H (P/N VH-C10-A)

Active Pre-heater (6732.0110)

Diode Array Detector HL (P/N VH-D10-A)

LightPipe Flow Cell, Standard (10 mm; P/N 6083.0100)



Chromatographic Conditions

Column: Accucore aQ, 2.6 pm, 2.1 x 100 mm

(P/N 17326-102130)

A - 25 mM ammonium acetate buffer,
pH 3.8 with acetic acid

B - Methanol

C - Acetonitrile

0-4.0 min 0% B-70% B, 0% C-15% C
4.0-4.5min 70% B, 15% C

4.5-5min 70% B—25% B, 15% C-70% C
5-6 min 25% B, 70% C

6.0—6.1 min 25% B—0% B, 70% C-0% C
6.1-15min 0% B, 0% C

0.6 mL/min

40 °C, Still air

Active pre-heater: 40 °C

1L

260 nm

Data Collection Rate: 100 Hz

Response time: 0.04 s

Mobile Phase:

Gradient:

Flow Rate:

Temperature:

Injection Volume:

Detection:

Test solution: Adenine (50 pg/mL),

tenofovir (150 pg/mL), emtricitabine (100 pg/mL),
tenofovir disoproxil fumarate (100 pg/mL) in mobile
phase A

Sample solution:

Tenofovir disoproxil fumarate (100 ug/mL) in mobile
phase A

Analytes:

Data Processing

™ ™

Thermo Scientific™ Dionex™ Chromeleon™

Chromatography Data System software, version 7.2, SR 3

Results and Discussion

The USP referenced mobile phases for Organic Impurities,
Procedure 1 requests dibasic sodium phosphate and
tertiary butyl alcohol mixed with methanol. The
reproducible premixing of eluents consisting of three
different components is generally challenging. The
consistent composition of the mobile phases from batch to
batch might be questionable. In addition, these eluents are
not MS-compatible, are prone to salt precipitation, and
are inconvenient for the preparation. Specifically, the
tertiary alcohol has a melting point of 25 °C, which makes
it difficult to handle at room temperature. For these
reasons, the described eluents might not be ideal for
running routine methods with high eluent consumption.
Here, the mobile phase was changed to an MS-compatible
25 mM ammonium acetate buffer, pH 3.8, as eluent,
mixed with methanol and acetonitrile by the quaternary
pump. The literature method uses a 250 mm long column
with § pm fully porous particles and applies gradients
between 60 and 70 minutes for organic impurity profiling.
To decrease the method run time, a 100 mm, 2.6 pm fused
core column is used.

The separation challenge of the here-described analytical
problem is to achieve a resolution of at least 1.5 between
the early eluting peaks adenine and tenofovir in the test
solution. The Accucore aQ columns are compatible with
100% aqueous mobile phases and offer special selectivity
for polar analytes. Starting at 100% aqueous mobile
phase and the increase of acetonitrile content with a
lower slope than methanol allowed the separation of
adenine and tenofovir with a resolution of more than two
(Figure 1). This is not achievable with a binary water/
acetonitrile gradient and fast method. The increase of the
acetonitrile content during the progression of the gradient
allowed an earlier elution of the more hydrophobic
emtricitabine, tenofovir disoproxil fumarate, and the
impurities. An adequate equilibration time is beneficial for
the retention time precision.

1.000
Void Volume 9

Adenine

Tenofovir
Emtricitabine
Emtricitabine impurity
TDF impurity 1

TDF impurity 2

TDF impurity 3

TDF

O W ~NO O HWN=

TDF impurity 4

Absorbance [mAU]

6 10
AL 78
9
10

-100
0 20 4.0 4.9

Retention time [min]

Figure 1. The sample solution (A) shows the active pharmaceutical
ingredient and impurities. Test solution (B) shows sufficient
resolution for the critical substances 2 and 3 running a ternary
gradient starting with 100% aqueous conditions.



To investigate the long-term robustness of the ternary
gradient method the sample solution was injected
repeatedly over a 15 hour time period. For the tenofovir
disoproxil fumarate, a retention time RSD of 0.03% and a
peak area RSD of 0.3% was achieved. The robustness
demonstrating results are visualized in the trendplot of
Figure 2. These results are by far better than the requested
limits in the pending monograph to be not more than
5-10% relative standard deviation.
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Figure 2. Trendplot showing the good retention time RSD of 0.03%
and peak area RSD of 0.3% for the tenofovir disoproxil fumarate
main peak analyzing 60 replicates over a run time period of more
than 15 h.

www.thermofisher.com/chromatography

Conclusion

This work combines an innovative column material with a
versatile UHPLC instrument to solve a challenging
separation problem. The capabilities of the Vanquish Flex
System with quaternary pump allowed a selective
increasing of the elution strength to create a fine-tuned
gradient on the Accucore aQ column material. The
modified method employs mass spectrometry compatible
solvents. The column and instrument robustness allows
the analysis of the active pharmaceutical ingredient with
stable retention times and peak areas to give maximum
confidence in the results.
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