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Thermo Scientific has made part number changes for the mirror and mirror housing
assembly for the 43 series analyzers.
Please read below for the all the necessary information regarding this change:
Part numbers 8917 and 8918 are no longer valid part numbers. The only mirror that can
be purchased separately is the “entrance” mirror (45°) in the assembly.
If you are replacing the entrance mirror in the following instruments (43C, 43i, 43CTL,
43CTLE, 43i-TLE) the new part number is 87420.
If you are replacing the entrance mirror in the following instruments (43CHL, 43i-HL) the
new part number is 87424.
If you need to replace any other mirror besides the entrance mirror, you must purchase
the entire housing assembly. Why? Because the UV from the flash lamp is the most
significant cause of mirror degradation. Most of the harmful UV rays are dissipated at the
entrance mirror, therefore if degradation to the other mirrors has occurred then the entire
assembly needs to be replaced.
For the entire assembly, please order the following part numbers:
P/N 8888 – for all standard Model 43 series
P/N 57P746 – for all Trace Level Model 43 series
P/N 57P7138 – for all High Level Model 43 series
Note to customer: When you receive part number 87420 or part number 87424 you may
notice that the number listed on your existing entrance mirror is different. This is
acceptable as mirrors are supplied in a range of grades and part number 87420 and part
number 87424 can be used to replace any entrance mirror in your 43 series instruments.
If you need any further assistance or technical information regarding this matter, please
contact our Technical Support Team at 866-282-0430.
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